How To Do a COVID-19 Test

Using QuickVue At-Home OTC COVID-19 Test

[ ] FAST. EASY. READY WHEN YOU ARE. 2
QUIDEL. TESTS

This is a simplified guide for the
QuickVue At-Home OTC COVID-19 QuickVue
At-Home

Test kit. For complete information, OTC COVID-19 Test

please refer to the Instruction Sheet
and the Patient Fact Sheet in the kit.
This product has FDA Emergency Use

Authorization.

For a video about how to do the test, go to
quickvueathome.com/#video_testkit-2
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Being exact about time is very important

WHATELSE DOYOU NEED? _} ' I
Watch or timer (not included) ” “
for this test! -

TO START THE TEST
Wash your hands and place the kit on a flat and clean surface. Make sure there is
good light in the room. If you are doing the test on another person, use a face mask. >
Open the kit and make sure that all the items listed above are there. Get your timer or watch
and follow the step-by-step instructions on the other side.



Doing The Test
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Take off the cap from one

DO NOT TOUCH
THE SWAB HEAD.

of the tubes and put it in the A
tube holder.

Peel open the wrapper from the swab.
Do not touch the swab head.
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Insert the swab about % to % inch into one
nostril and rub it around the inside walls

at least 4 times. Using the same swab,

repeat in the other nostril. This will take
about 15 seconds.
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Right after getting the

sample from the nose,

put the swab into the 34

open tube. Be sure the

swab is touching the

bottom of the tube. Stir

swab 3 or 4 times.
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Leave the swab in the tube

for at least 1 minute. (Use
timer or watch!) Wrong results
may occur if you leave the swab
in for too short or too long.

Open the Test Strip pouch

carefully and put the Test Strip
into the open tube with the arrows
pointing down. Leave the strip

in the tube for 10 minutes. (Use
timer or watch!)

Leave swab
—— in at least
1 minute!

After 1 minute, take the swab out of the tube,
rubbing the swab head against the wall of
the tube to squeeze out as much liquid as
possible. Throw the swab away.

e, SARS Antigen SAX

After the 10 minutes, take the Test Strip out

of the tube and put it on a flat surface with

good lighting. Read the Test Strip

right away! If you wait longer than
o= ﬁ;:tvi':g 5 minutes to read it, you may get
down wrong or invalid results.

Leave strip
in at least
10 minutes.
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Reading Your Test Results

There are 3 types of test results possible: Positive, Negative or Invalid, a test that can't be used.
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POSITIVE RESULT =
1 pink line + 1 blue line
You are likely to have
COVID-19. You should
self-isolate. If you have
symptoms that bother or
worry you, contact your
healthcare provider.
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NEGATIVE RESULT =
1 blue line
You are unlikely to have

COVID-19. But if you have

symptoms that bother or
worry you, contact your

I¥®!  healthcare provider.

INVALID RESULT =

1 pink line or NO lines
You need to do a new
test. Start again at the
beginning using a new
tube, swab, and test strip.
For 2 invalid results, call
1-833-784-2588.
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Como hacerse la prueba COVID-19

Usando el kit QuickVue At-Home OTC COVID-19 Test

Esta es una guia simplificada para usar la
prueba QuickVue At-Home OTC COVID-19.
Para una informacion completa, consulte
las Instrucciones del usuario y la Hoja de

informacion del paciente incluidas con la
prueba. Este producto tiene autorizacion de
uso de emergencia de la FDA.

QuickVue

At-Home
OTC COVID-19 Test

Para ver un video de como hacer la prueba, vaya a:
quickvueathome.com/#video_testkit-2
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¢NECESITA ALGO MAS? _}
Un reloj o cronémetro (temporizador), no incluidos
en el kit. jMedir el tiempo con exactitud es muy
importante para esta prueba!

PARA COMENZAR LA PRUEBA
Lavese las manos y coloque el kit sobre una superficie plana y limpia. AsegUrese de que
haya buena luz en la habitacién. Si le esta haciendo la prueba a otra persona, >
use una mascara facial. Abra el kit y asegurese de que todos los componentes enumerados
anteriormente estén alli. Tome su reloj o cronémetro y siga las instrucciones paso a paso
en el otro lado de esta pagina.



La prueba, paso a paso

1

Destape uno de los tubos y
coloquelo en el portatubos. A

iNO TOQUE LA
CABEZA DEL HISOPO!

/
2

Saque el hisopo (bastoncillo) de su
envoltorio. jNo toque la cabeza del hisopo!

A 3
4 o

N Inserte el hisopo de 2 a % de pulgada en una
\\ fosa nasal y frételo alrededor de las paredes En cuanto obtenga la
internas al menos 4 veces. Usando el muestra de la nariz,
\ \ mismo hisopo, repita en la otra fosa nasal. cologue el hisopo 3:4x
\\ Esto tomara alrededor de 15 segundos. en el tubo abierto y

aseguUrese de que toque
el fondo. Revuelva el
hisopo 3 0 4 veces.
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Deje el hisopo en el tubo

al menos 1 minuto. (jUse

un crondmetro o un reloj!) Los
resultados de la prueba pueden T
ser erréneos si deja el hisopo en el I
tubo por mucho 0 muy poco tiempo.

!
Saque una tira de prueba de

su envoltorio con mucho cuidado  iDEELATRA

, n EN EL TUBO
y pdngala en el tubo abierto con  aLmenos 10
las flechas apuntando hacia R

abajo. Deje la tira en el tubo por

iDEJE EL HISOPO EN |
Bl el ] Pasado 1 minuto, saque el hisopo del tubo, frotando

UN MINUTO!
su cabeza contra el interior del tubo para exprimir la
L= mayor cantidad de liquido posible. Deseche el hisopo.

Pasados los 10 minutos, saque la tira
de prueba del tubo y coloquela sobre
una superficie plana con buena
iluminacién. jLea la tira de

. . LAS FLECHAS inmediato! Si ramasd
10 minutos. (jUse el crondmetro ~+—  APUNTANDO HACIA TECIg Si espe o e 8
ABAJO minutos para leerla, es posible que

o el reloj! : ;o
f) obtenga resultados incorrectos o no validos.

Leyendo los resultados de la prueba

Hay 3 tipos de resultados posibles: Positivo, Negativo o No valido (la prueba no puede usarse).

RESULTADO POSITIVO = RESULTADO NEGATIVO = RESULTADO NO VALIDO =
E E E 1 linea rosa + 1 linea azul E 1 linea azul E E 1 linea rosa o NO lineas

Es muy probable que Es poco probable que Necesita hacerse otra prueba.

tenga COVID-19. Deberia tenga COVID-19. Pero Comience desde el principio

autoaislarse. Si tiene si tiene sintomas que le con un tubo, un hisopo y una

sintomas que le molestan o molestan o le preocupan, tira de prueba nuevos. Si tiene
H } | ‘ Il le preocupan, comuniquese iAW comuniquese con su | ‘ ‘ H ‘ 2 resultados no validos, llame

con su proveedor de salud. proveedor de salud. al 1-833-784-2588.
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