
66373.Fairfield Public Schools- Ludlowe High School 

Page 1 of 2 
 

 
Industrial Hygiene Laboratory 

21 Griffin Road North 

Windsor, CT 06095 

(860) 298-6308 

 

RADON ANALYSIS REPORT 

 

 

 

 
 

CLIENT:   Fairfield Public Schools 

   

   

 

  

Site:               Fairfield Ludlowe High School, 785 Unquowa Rd, Fairfield, CT  

Project # :             653145.0000.0000 

Radon Log #: 66373 

Date Received: 02/07/2025 

Date Analyzed: 02/07/2025 

 

 

 

Room# / Name 
Canister  

# 
Start Date Start Time Stop Date Stop Time Result (pCi/L) 

Computer Room 30 151F 2/3/2025 13:30 2/5/2025 13:41 3.9 

Computer Room 30 (duplicate) 159C 2/3/2025 13:30 2/5/2025 13:42 3.7 

Computer Room 30 (field blank) 232D 2/3/2025 13:31 2/5/2025 13:42 ND< 0.5 

 

Results relate only to samples tested, as received by the laboratory. 

 

The counting uncertainty is +/-0.2 pCi/L 

 

This laboratory utilizes gamma scintillation spectroscopy to analyze activated charcoal (AC) canisters following USEPA Indoor Radon and Radon Decay Product 

Measurement Device Protocols, July 1992.  The United States Environmental Protection Agency has set a CONTINUOUS EXPOSURE Action Level of 4 pCi/l as a 

guidance level at which further testing and/or remedial actions are indicated.  Consult your testing laboratory or State Health Department for further information. 
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Analyzed by ______________________________    

  Kathleen Williamson, Laboratory Manager   

   

   

Reviewed by _____________________________ _____ 

  Kathleen Williamson, Laboratory Manager 

  or other approved signatory 

 

 

 

 

Date Issued: 02/10/2025 




